An accurate slicer of disc acrylamide gels devised by simple modification of a density gradient fractionator.
A commercially available density gradient fractionator has been modified in a simple and inexpensive way to yield a device for accurately slicing disc acrylamide gels. Attractive features of this device include convenience of operation and the capacity to easily vary thickness of the gel slice.